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STANDARD   SURGICAL   INSTRUMENTS 


Section  "C 


Eye  Ear  Nasal 

Dermal  Oral 

Tonsil 

Tracheal  Laryngeal 

Esophageal 

Stomach  Intestinal 

Gall  Bladder 
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STANDARD   SURGICAL   INSTRUMENTS 


041 


0 — • 


041 


041 


C-SS 


Condensing  Lenses,  Illuminators,  Ophthalmoscopes 
and  Retinoscopes 

•rt^robbjrffa^  IS diopter. 


Eyelid  Retractors 


»•     4^M 
hook. 
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TANDARD   SURGICAL   INSTRUMENTS 


c  i.v, 


C-  50 
•C-  55 

«      i,i 


Eye  Specula 

Beard's,  solid  bladr*.  nnn 
Brand'.,  with  swivel  bladn. 
Cr*t<  hvt's. 


Murdoch's,  steel. 
Noy..'.  improved,  with 


or  gold^Utcd. 


* 

C-  05 

•. 

••       In.', 

'   11" 

<     IU 


PUin.  wire. 
W-bjirVfordthereye. 

Zir|l*r;s,  Ute*t  pattern. 


Lachrymal  Sac  Retractors  and 
Tendon  Tuckers 

8:30 


135 


Mueller's  Lachrymal  Sac  Retractor. 
Clark-Bruns  Tendon  Tuckrr. 

Todd-.  r,:-.:  •  r 


C-130 


C    I 


Lid  Plates  and  Strabismometer 

J.*r«r  .  Lid  PUte.  hard  rubber 
•C-146     J**CT  •  Lid  PUte.  ivory. 
T-1SO     Lawr^e*'.  StrabsMOMlOT. 


STANDARD      SURGICAL      INSTRUMENTS 


Eye  Instrument* 


Box  for  Holding  Eye  Instrument* 


C-235      C-240       C-2.S5          r-225      C-230  C-215         C-260      C-MO         C-S70        C-273 


c-ao       c-iao     C-ITO   c  210     c-iw      c-aoo       C-IM      C-ITS          «    .-  oiao 


C-J35          C-«70      C-330      C-WO       C-1«S      C-37J      C-470      C-410       C-415         B-42S      C-MO 
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STANDARD   SURGICAL   INSTRUMENTS 


» 

1 


•ill 

C-&25    C-440    C-4SO      C-435       C-430      C-4&5     C-3»        C-31S      C-2QO       C-3M       C-310 


C-160 

(       ISO 

(    is:, 

••        I'M, 
(       'JIM 


(  JJO 

(  •-:, 

<  L>:;O 

(  '..Ma 

(  -Jtl) 

(  -Jl.-, 

(  -J.^l 

(  -J.V, 

C  •-''<> 

•(  -.'.-,-, 


C  -J70 

(  -.•::, 

(  JSO 

•(  'Jx.1 


c  -«»« 

M  '.»••.-, 

'(  :{INI 

•i  :iii:, 


C-ttS 


v    B8fi 


C*nalicula  Knives 


Agnew's. 

Bowman's,  sharp. 

Bowman's,  proln-  (x>int. 

Noyes'. 

Noyes'-St  tiling's. 

Schmidt-Rimpler's. 

Thomas'. 

Weber's,  straight. 

Weber's,  Mt.u^lit    I  n^lish 

Weber's,  half  i  ut\«-,l 

Weber's,  full  rur \.-.l. 

Cataract  Knives 

Beer's,  3  sizes. 

Deutschmann's. 

Graefe's,  delicate. 

Graefe's,  small. 

Graefe's,  medium. 

Graefe's,  large. 

Green's,  for  Indian  operation. 

Jackson's. 

Knapp's. 

Monoyer's. 

Schweigger's. 

Keratomes 

Jaeger's,  straight,  3  sizes. 
Jaeger's,  angular,  3  sizes. 
Landolt's,  curved. 
Lichtenberg's,  angular,  probe. 


Cystoto 
Beard's. 
Graefe's. 
Graefe's,  right. 
Graefe's,  left. 
Knapp's. 
Wilder's. 


Enucleation  Knives 
Monotmith's. 

Excentration  Knives 
Beard's,  knife  spatula. 

Iridectomy  Knives 
Agnew's. 
Critchet's. 


Eye  Instruments 

Iris  Knives 

•C-340  Adams'. 

•C-345  Double-edged. 

C-360  Graefe's. 

C-355  Hayes'. 

*C-360  Sichel's. 

•C-3B5  Single-edge,  with  stop. 

Lid 
C-370     Beard's. 


Scalpels 

C-375     Bellied.  3  sizes. 
C-380    Center  point, 


•<    :{s:, 
•(    :i«m 


•C-M 

•(     -KM) 


-(  -»••:, 
(  -IK) 
C-415 

•(  uo 
(  tr, 


C-ttO 
(  -43* 

(  -MO 


•C-MI 


C-4BB 

•C-480 


C-470 


•C-4BO 

•(    -is,', 

•I  -»•«) 


Scarifiers 
Desmarre's. 
Grace's. 

Scleratomes 
DeWecker's. 
Galezowski's. 

Secondary  Knives 
Blake's,  straight. 
Concaved  edge. 
Convexed  edge. 
Galezowski's. 
Straight  edge. 

Cataract  Needle. 
Curved. 
sht. 
Walton's,  grooved. 

Iris  Needles 
Boer's,  straight. 
Bowman's,  with  stop. 
Knapp's  Knife  Needle. 
Knapp's  Knife  Needle,  with  stop. 
Zirn's. 

Paracentesis  Needles 
Desmarre's,  straight. 

: 

Suture  Needles 
Delaroza's. 
Himley's. 
Prince's, 
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STANDARD   SURGICAL   INSTRUMENTS 


Eye  Instruments 


C-4V40     C-4M      C-C70      C-eM      C-67S      C-flflO       C-660       C-«73  i    :-  -l  C-509 


7 


C-M6      C-670        C-.V10        C-016       C-«06      C-610  C-6S5      C-680      C-flW        C-A20  C-700    C-OO 


>TANDARD      SURGICAL      INSTRUMENTS 


C-730 


•(     »'•:> 
•(    :,<N. 

(    .MI:, 


•c  :,n> 
C  .vjo 


(  :,:>o 

C  :>:<:> 

(  MO 

(  Mr, 

C  ;.:,(» 

•C-655 

C  Ml 

c  .v,:, 

(  :,vi» 

(  :,s.-, 

c  :,'.M» 


c  »•><>:, 


Tattooing  Needles 


Eye  Instruments 


Agnew's. 

Boeder's. 

Baeder's,  with  spatula. 

DeWecker's,  with  spatula. 

Gouges 
Kuhnt's. 

Todd's,  triangular  point. 
Walton'.. 

Probes 
DeWecker's. 

Scoops 

Arlt'*,  f«  nest  rated. 

Bunge's,  exrcntration. 

<  nt,  hett's,  serrated. 

Daviel's. 

Graefe's,  hard  rubber. 

Graefe'.,  >h,-ll. 

Knapp'c,  M!\(T. 

Lewis',  t<- nest  rated. 

Prince's,       fenestrated       cataract 

Schmidt-Rimpler's. 

^lu-ll  \'ed. 

Waldau's,  silver. 

Wcll'i 

Wilder'.,  fenestrated. 

Curettes 
David's,  rh.il.>. 
Hebra's.  fh.il.i/- 
MeyrrhoerTer's,  chalaZKM. 
Skeel's,  i -li.il. i/ion. 
Wheeler's.  .     :  iieal. 


•C-622 
C-623 
C-625 

•C-630 

•C-635 
C-640 

•C-645 
C-650 
C-652 
C-654 
C-655 
C-660 

•C-665 
C-670 
C-675 

C-680 
C-685 
*C-687 
C-690 
C-695 
C-6Q7 

C-700 
C-705 
C-710 


C-715 
C-720 

•C-725 
C-730 


Hooks 

Corelysis,  FOK'S,  double. 
Cystotome,  Fox's,  double. 
Fixation,  Guthrie's. 
Foreign  body,  Graefe's. 
Iris,  angular. 
Iris,  Tyrell's,  blunt. 
Iris,  Tyrell's,  sharp. 
Lens,  Graefe's,  retractor. 
Lid  Retractor,  Smith-Green's. 
Pressure,  Smith-Green's. 
Pterygium,  Prince's. 
Strabismus,  Graefe's,  3  sites. 
Strabismus,  sharp. 
Tendon,  Stevens'. 
Traction,  Stevens'. 

Spatulas 
Flexible,  silver. 
Flexible,  shell. 
Fox's,  C  orelysis,  double. 
Daviel's,  silver. 
Green's,  with  pressure  probe. 
Smith-Green's,  double. 


Dix's. 

Wheeler's,  same  as  C-620. 

Illuminated      Spud      and      Needle 

E.S.I.Co. 

Double  Eye  Instruments 
Dix's  Spud  and  Needle,  reversible. 
Dix's  Spud  and  Needle,  in  round 

handle,  with  caps. 
Graefe's    Knife    and    Dix's    Spud 

reversible. 
Graefe's     Knife     and     Wheeler's 

Cornea!  Spud,  reversible. 
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STANDARD      SURGICAL      INSTRUMENTS 


C-7M          «    :••"  D-MI  l    "'•  <    M  «    "" 


(-7M, 


C-7fiO     FUherV 
•C-755     Hots'*,  did.- 


Eye  Forc«p» 

Advancement 

C-760 
C-765 


('•piular 


C-770    FUh«r'.. 

I  c>«r«t*r ' •. 

•C-780     Fr.nci.',  4  and  4  :mh. 
C-7R.r>     Fuch'»,  Vienna  pattn  :i. 


•'"•     Knapp's.  improved  pattern. 
•T-800     M«thi«uf«.  for  u«e  in   In- 

dian  oprr.i 

C-9M     Sehw.ifg.r'.. 
C-810    Smith's. 


KnappV  C-tl  Tcr.on'.. 


I1 


(     -• 


5TANDARD      SURGICAL      INSTRUMENTS 


Eye  Forceps 

Chalazion 
Ayer's. 
Francis*. 
Hunt's. 
•Lambert's. 
Spencer's,  sliclo  catrh. 
Starkey's. 
Wilder'.,  .lamp. 

Entropium 
Croes  Bar. 
Denis*. 
Desmarre's. 
De»marre'«,  *lide  catch. 
Knapp's,  right  and  left. 
Noyes',  right  and  left. 
Front's,  reversible,  for  right  or  left. 
Snellen's,  right  and  left. 
Wilder's. 
Ziegler's. 

Enucleation 
Blitz's. 
Vulflellum,  straight. 


c  m 


*C-030  Beard's. 
*C-«35  Fisher's. 
•C-940  Kuhni'v 


STANDARD   SURGICAL 


NSTRUMENTS 


C-ttU 


C-070  C-466 


Eye  Forceps 
Cilia 


Doufla*.'. 
•C-950    Fine,  broad  points. 

C-065    Fine,  narrow  points. 
•0460     H«nry's. 

C-966     PUUrd's. 

C-970 


ID 

C-1040          C-IWO 
PAGS    ITS 


Dressing 

C-980  Straight,  serrated  points. 

•C-Q86  Curved,  serrated  points 

C-990  Full  curved,  serrated  points. 

•C-W5  Non-magnetic,  for  use  with  eye  magnet. 

Fixation 
•C-1000     BarrV 

•(      H  -I.',      Dudley'.. 
•C-1010     Ewing'.. 
C-IOI5     Cifford's. 

C-1020      Crarfc  . 

•C-1025    Crane's,  i  operation,   1   and  2 

trrth,  2  and  3  trrth. 
•C-1027     Fox. 

C-1030     Harmon1..  I     u  hes  long. 
C-10M     Noyr, 

JO      I'l.nn,  Mr.,  . 

vrd. 

•C-1050     Schw«iKK«r'.. 
C-1056     St«v.n.'. 


C-1030 


TANDARD   SURGICAL   INSTRUMENTS 


C  i 


C-1000    C-10AA   C-1135   C-1105    C-1110    C-1145 


C-11V, 


c-n:.', 


C-l 'ft*', 


C-1170 


c  11. -i 


Eye  Forceps 

Iris 


C-1000 
C-lOft.', 
•C-1070 

• 
• 


C-1105 
•C-l 115 


Straight,  fine,  mouse  tooth 
CurodfW.  mouse  tooth 

;  •  ;  •  :  - . 

Full   curved,   fine,   moose 

tooth  points. 
(  <.llm'»,  curved. 


T-lOJtt     CraWv's,  angular. 

'*}    Cr.W.1..    straight,    very 

delicate.  24  inches. 
C-1095     GraafVs,     curved,     very 

delicate.  24  inches. 
•0     LUbrlch's  improved  pat. 
tern. 


Strabismus 


Full  curved. 

MlllrV 


•(         1,.-. 

•        125     Non-magnetic.  tisane,  for 


i  -  magnet  i 
«ewithe> 


Sutur.- 


Steven.'.  ..::%.--! 


Tendon 

•      1140     St.v.na*.  straight. 


•C-l  150 


Trachoma 

with  3  mllrr«.  2          C-l  160 


C-11A5 
C-l 176 


perforated  and  1  plain. 
r*lt*'».  probe  for  cleaning 


P«t. 


Kn.pp-s.  improved   pat. 


*.  upper  or  lower 


C-11C5 
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STANDARD   SURGICAL   INSTRUMENTS 


Eye  Scissors 


C-1300 


r-1212       r-i2io       r-1215 


0-MI 


C-I 


P*o»    ISO 


'ANDARD   SURGICAL   INSTRUMENTS 


C-1305 


C-1315 


C-1320 


Eye  Instruments — Eye  Scissors 


Enucleation 
urved.  blunt,  heavy. 
Curved,  blunt,  extra  heavy. 
Fox,  curved,  heavy. 


I 

( 
•C 


• 


•C-1237 


In. 

;^ht,  regular,  sharp, 
sht,  delicate,  sharp. 
Curved,  regular,  sharp. 
••  od,  delicate,  sharp. 
Angular,  sharp. 

:'.ir.  1  probe  point. 
DeWcckerV 

Lachrymal 
Aril's. 
Knapp'.. 

Pterygium 

Chadwick'*,  curved  to  the  right. 
Chadwick's,  curved  to  the  left. 
Chadwick'.,  curved  on  flat. 


StrabUmus 

•C-1240  Straight,  heav>-,  sharp. 
•C-1241  Straight,  hcaxy,  blunt. 
•C-1245  Straight,  Bowman's,  J  probe 

points. 

•C-1250     Curved,  heavy,  sharp. 
C-1251     Curved,  hea\-y,  blunt. 
•C-1255     Cun^d,     Bowman's,     2     probe 

points. 

•C-1260  Angular,  hea\-y,  sharp. 
•C-1265  Angular,  Maunoir's,  2  probe 

points. 

Sutur* 

C-1270     Stevens',  stitch. 
Tenotomy 
C-1280     Stevens'. 
•C-12S5    Weatcott's,  spring  handle. 

Needle  Holders 
C-1300     Boynton's. 

•C-1301     Boynton's,  with  Richter  jaws. 
C-1305     Fisher's. 
C-1310     Knapp't. 
•C-1315     Richter'.,       hook      or      straight 

handles. 
C-1320     Steven.'. 

2.->     Stevenw>n'.. 

PACE    181 


STANDARD   SURGICAL   INSTRUMENTS 


C-1346        C-1M5  c     i  ,., 


C-1430 


(  -I..', 


Eye  Instruments 


Aspirator 
•C-1340    Bowman's,  for  soft  cataract. 


C-1345 

:.V) 
<     i 


Canulae  and  Style* 
Bowman's,  .silver. 
Bowman's,  silver. 
Fo«'«,  si!-. 

•C-13M    Fo*'s,  slotted,  silver  and  gold. 
C-1360     Prince's,  silver,  right  and  left. 
C-1366    Style,  silver,  angular. 
70     Taylor'*, 

Dilators 
•C-1375    Pack's,  tihTr,  2  sue*. 

C-1380    Wafers,  graduated. 

C-1385    Wilder'.,  conical 
PACS   its 


Probes 

C-1390    AnePs,  silver. 
C-1395    Bowman's,  8  sizes  in  set,  plated 

or  silver. 

C-1400    Hotz's,  6  sixes,  plated. 
C-1405    Theobold's,  16  sixes  in  set,  plated 

>     William.',  s  sixes  in  set.  plated  or 

ail\ 
Syringes.  Lachrymal    se«  page  23) 

Trephines,  Cornea! 

C-1420     Bowman's,  act  of  3.  1,  1H  and 

- 

C-1425     Cross',  1 ' .,  and  2  mm. 
C-1430     Elliott's,  latest,  in  case. 


STANDARD   SURGICAL   INSTRUMENTS 


(      ll-V, 

(    ii::, 
O1480 

r-iiv. 

C    MX,', 

(    us: 

(     IKs 

C-ll'.M) 

C-1500 
C-UNN 

•C-1505 

C-1510 


Sundries 

Bath,  plain,  glass. 

Bath,  iil.iin,  gfaM,  combined  with  bottle. 

De  VilbiM*  Eye  Irrigate*. 

Kith.  Schweigger's,  glass. 

Bottle,  drop,  ground  stopper,  1  ounce,  2  ounces. 

Stro«chein'«.  single  or  per  set  of  4  with  tripod. 
Bottle  Stand,  wood,  for  4  Stro»cheinf«  bottles,  stand  only. 
K.ttlr.  Ziegler'.,  U.tir  .u  i.l  w.i-h. 
Caustic  Pencil,  alum  cone. 
Caustic  Pencil,  sulphate  of  copper  cone. 

1  i  voktannin  cone. 

Caustic  Pencil,  nitrate  of  silver  cone. 
Cotton  Reservoir,  small  sue. 
Coil,  Leiter'*,  lead,  for  hot  and  cold  applications. 
Dropper,  glass,  bulb  end.    . 
Dropper,  glass,  curved,  plain. 
Dropper,  Dunn's. 
Dropper,  Undine,  with  stopper. 


€-1486-1488 
PACK   189 


STANDARD   SURGICAL   INSTRUMENT! 


t      1  -  :j 


C-U40 


C-1M6 


C-1515     Introducer,    Carter's,    for    Mul«*.    Vitreous 


C-1520 
C-1525 
C-1S30 
•  i  :,:;_• 
C-1535 
C-1540 
C-1545 
C-1550 
C-1655 
C-1MO 
•C-1M5 


Irrigator.  Cib»on'».  for  anterior  chain Ur 

Irrigator,  Todd'»,  for  anterior  chamber. 

Irrigator,  Woodruff**,  for  anterior  chamber. 

Mask,  Ring's,  for  cataract. 

Pipette,  Prinos'ft,  silver  tip.  platinum  tip 

Shade,  eye,  single. 

Shade,  eye,  double. 

Shield.  Fox's,  aluminum. 

Spheres,  MuU's,  vitreous,  4  sues. 

Sphere.  MuU's,  gold,  hollow.  13, 14  and  15  mm. 

Teat  Drum,  with  piece  of  fine,  thin  kid. 


PASS    I  >  4 


TANDARD   SURGICAL   INSTRUMENTS 


- 


. : 


C-1670 

Ear  Instruments 


B.r.nv  .,  Larm  Apparatus. 
J      RartUtt'*. 
•C-1004     Politer'.. 

Air  Bag* 
•C-lflOfl     Uno.-Hrown'a. 

Polit  z«r'».  with  valve.  4  ounces,  ft  ounce*.  12  ounc 
•  Polltaar'a.  without  valve.  4  ounce*.  K  ounce*.  12 
i  Connecting  tip*  for  PolitMr  Bag*,  hard  rubber. 


IrbanftchitftcH'*.  celluloid.  6  aise*.  art. 
Whalebone,  double  rn<1.  5  sises  in  aet. 
Yankauw'a,  graduated.  A  aise*.  in  bottle  or  single. 
(     I...".'     Yankauar'a,  aound*.  graduated,  fi  aize*.  in  bottle  or  single. 


.    Hard  Rubber.  6  »ue^  each. 
(     I-.."     Hartman'a.  6  abea.  Mated  or  silver. 

Hrrcf*l<T*.  spiral  end. 
0 1540     Plain.  6  ate*,  plated  or  diver. 
;-,    Wab<r  Ual'a,  silk. 

Diagnostic  Tub* 
C-16SO    ToynbW*.  3  feet  long,  bard  rubber  ear  pieces. 


•C-HVV,    Ruttl.1*.  hard  rubber. 


-|     Pom«roy'*.  Klagf! 
•t-1065     Pynchon'*,  hard  rubber. 


Prl.tnn.hr.. 

Drl.t.nche'..  with  3  ring*. 
•      I..MI     Wigmor*'*,  for  cosnpreaacd  air. 


STANDARD   SURGICAL   INSTRUMENTS 


C-I7I4 


C-1710 


« 


C-10M 


C-1700 


,    LOT 


*      1 


Ear  Instruments 

Tuning  Forks 

BtBolJ*»«  continuous  tone  series  of  1  lining  forks,  con- 
ol  10  forks,  3  whistles,  and  1  hammer,  in  case, 


•<     Kv- 


<  i.,-, 
•C-1092 

••    :.,•»! 
•    I6M 

.  tan 

C-1700 

<  ITU 

•<    MM 
v    |7W 


710 

•C-1712     D«nch'.. 
C-1714     Gallon'. 


4H  inches,  A  or  C 

Dmch's,  Urge.  2ft  to  64  vibration*. 

n.n'..  C,  128  vibrations. 
lUrtm.n1.,  <   1  ,  256  vibrations. 
H.rtm.n'..  <   J.  MJ  M       irs,,ns 
M.rtm.n's,  C3,  1,024  vibrations. 
H.rtman's,  (4,  2.048  vibrations. 
Hartman's,  set  of  5  in 


Whi.tl«. 


PACS    !•• 


STANDARD   SURGICAL   INSTRUMENTS 


o-im 


C-17IM 


i      I/-'-. 


C-1741 


C-17S5 


C-1745 


C    17.VJ 


Far  Instruments 

Otoscopes 
C-1725     Burnett's,  with  bulb. 

M  >     Carstens'.  pocket  electric,  with  tongue  depressor,  in 

I  .!><'. 

<     17;i,5     DeZeng's,  electric,  pneumatic,  in  case. 

7  10     E.  S.  I.  Co.,  electric,  pneumatic,  with  handle. 
'.1     E.  S.  I.  Co.,  electric,  without  handle. 

Kalteyer's,  with  tongue  depressor,  but  without 
Kalteyer's,  with  tongue  depressor  and  lens,  in  case. 
I'ynchon's,  with  bulb. 

"•0     Siegel's,  with  bulb,  hard  rubber  or  metal. 
C-1755     Simrock's. 


PACE    1ST 


STANDARD   SURGICAL   INSTRUMENTS 


C-1775-1776 


C-177! 


Ear  Instruments 


Specula 


C-1750-*  Bonafont'ft,  bivalve. 


I 
< 

(  1700 
c  1706 
C-1766 

' 

C-1770 
C-177J 
(  1771 
C-1776 

•C-1780 
(    1781 

•r.  17M 


Boucheron's,  *rt  of  4.  small,  with  or  without  case. 

Boucheron's,  set  of  4.  Urge,  without  case  only. 

Brown's.  •' '  <>f  .;.  plated,  without  case  only. 

Gruber's,  set  of  4,  hard  rubber. 

Gruber's,  vt  ..:  ;>lated.  silver-plated  or  silver,  in  c 

Gruber's,  *-t  of  I.  nickel -plated,  silver-plated  or  silver. 

Kraemer's,  bivalve,  4  sues,  wrought  metal. 

Kraemer's,  bivaKr.  steel. 

Toynbee's,  set  of  3,  hard  rubber. 

Toynbee's.  art  of  3,  nickel -plated,  silver-plated  or  si!-. 

:.  hard  rubber. 

Wilde's.  -  Icel-plated.  silx-er  plated  or  silver,  in 

Wilde's,  set  of  4. 
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STANDARD   SURGICAL   INSTRUMENTS 


C-17M      C-1WW     C-i 


C-1780     C-18W    C-1826    C-1830    C-1840 


C-1841          C-1S45      C-1847 


C-1790 
C-1795 

C-1800 
<  i.so:, 
•C-1810 

T-1811 


C-1815 
•C-l 


C-1825 
C-1830 
C-1835 

C-1840 
C-1841 
C-1845 

V-lMt, 
C-1S47 

•C-1865 


.^,        i     1st,:. 


C-1870 

Ear  Instruments 

Applicator* 

Allen's,  screw  or  triangular. 
Andrew's,  aluminum,  straight  or  taper  end, 


uin- 


Brown's,  steel  or  copper. 

Ivan's,  steel. 

Yankauer's,   graduated    handle,    for 

applicators. 
Yankauer's,       spiral       wire      applicators, 

eustachian,  1  dozen  in  glass  tube. 

Packers 

Allport's,  gauze. 
Pierce's,  gauze. 


m 


Buck's,  fine,  silver. 
Hotz's,  fine,  silver. 
Y.nkauer's. 

Curettes 

Buck's,  dull,  3  sizes, 

Buck's,  sharp,  3  sixes. 

Gross',  with  hook. 

Gross',  uith  spud. 

Gross',  t  <  nestrated.  with  hook. 

Jansen's,  double  ended. 

Sexton's,  double. 

Speir's,  -pit.il 

Yankaurr'«,eustachianorsalpingcal,3sixes. 


*<     1S7<>     Quire's,  foreign  body  instrument. 


C-1835         C-  186ft 
PACK    1S9 


STANDARD   SURGICAL   INSTRUMENTS 


C-1800        C-1WC 


Ear  Instruments 


EarF 
RIake  .,   very  delicate,  serrated 

points. 

C-1895     Hartman's,  plain. 
C-1900    H.rtm.n'.,   alligator  jaw,  deli- 
cate, serrated. 
•C-1901     H.rtm.n'.,  alligator  jaw,   deli- 

cate,  mouse  tooth 
•C-1902    H.rtm.n'.,  alligator  jaw,  round, 

cutting,  straight. 
C-1903     Hartman's.  iffligator  jawf  oval, 

cutting,  straight. 

•C-1904     Hartman-Cittelli'..         alligator 
jaw,  spoon,  curved  upward. 
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C-1906 

C-1910 
C-1911 
C-1915 
C-1920 
•C-1921 

•C-1925 

•C-1WO 

C-1935 

C-UM 


H.rtman  -  H.rxf.ld's,   alligator 

jaw,  spoon,  straight. 
H.sl.m't,  delicate,  bent  on  edge. 
Ha.l.m'..  delicate,  bent  on  flat. 
Luc.e's,  bayonet  shape. 
Noyes',  alligator  jaw,  serr;i 
Noyes',    alligator    jaw,    serrated 

with  mouse  teeth. 

PolitzcrV 

Pom.roy's. 

Wild«'»,  serrated  points. 

Wild.'.,  mouth  tooth  points. 


TANDARD      SURGICAL      INSTRUMENTS 


C-1966     C-1MO       C-19C5    C-1085     C-2005      C-1900 


C-MOO     C-IOTO  c-aoio 


Ear  Instruments 


•1MO    Allporf*.  Inct 

H. .i«V 


In  permanent,  or  for  univrrwl  handle 
or  for  univrrnul  handle. 


1984    S«a*onX  *harp.  in  permanent,  or  for  nnivenal 


-10BO    Ancular.  with  stop,  in  permanent,  or  for  univerwl  handle. 


permanent,  or  for  univenal  handle. 
il  •n«utar- in  P«nn»n«>t.  or  for  univenal  handle. 
'.  bayonet  chape. 
rHaAdU  with^  ««w. 

S«t«  ol  Ear  Instruments 

>2018    HMwaf*a,  paracenterii  set.  in  khaki  caw. 
C-202U     Spr*«u«X  with  hoOow  handle  to  hotd  Instrument*. 


C-IW3 
PACB    101 


STANDARD      SURGICAL      INSTRUMENTS 


<  tan  .-  •-. 


DouchM 

C-2030    FowUr'a,  »laa». 
•C-2035     H.witf..  Tor  middle  ear. 
C-2040     Luca«V 


C-2045     BUkVa.  original. 

C-2046     BUke'.,  improved. 

C-2060     Kraut*'*,  extra  wnall,  for  CAT. 


C-20M 


SpouU 
..  ear  drain. 


Ho.mrrV  ;  I., 
'...      Ho.mer'»,  with  spring. 

Syrinf  ••  (•••  also  page*  27  and  29 

C-2070    Aliport'a. 
T-2072     Colburn'..      with       middle      el 

can  u  la  only. 
•C-2073     Colburn'.,  uith   middle  ear  an 


C-2075    Ulcer  and  ear,  toft  rubber. 
C-2070     Ulcer    and    ear,    soft    rubber, 


Its 


TANDARD  SURGICAL  INSTRUMENTS 


(105       C-2110   C-2115  C-2130      C-2135      C-2145         C-215<)  >       C-2100     C-2165     0 


<.    .vo     *    MM 


Mastoid  Instruments 

Burrs 

C-2090     Allport's,  custachian. 
(      JIIM;,      Ballcngrr's.  iii.i-'<>:.!,  -i 
*C-2100     Stucky's,  cusiac-hian. 


C-2105 

(     .'Hi) 

•C-2120 

•C-2125 

C-2130 

C-2135 

•C-2140 


C-2155 

(     21«'-» 
C-2165 

*( 

•c 

C-2180 

•c     J1V, 

I 

•( 

C 


Alexander's,  GS4  inches  long,  6  sizes. 

Andrew's,  G  inches  long,  2  sizes. 

Bishop's,  634  inches  long,  3  sizes. 

Down's,  3  sizes. 

Hajek's,  4  sizes,  3,  6,  9  and  12  mm. 

Haslam's,  4  sizes,  3,  5,  7  and  9  mm. 

Schwartz's,  4  sizes. 

Stacke's,  bayonet  shape,  1  size. 

Whiting's,  6  sizes. 

Gouges 

Alexander's,  i'.1 1  inches  long,  6  sizes. 

Allport's,  t'r1 1  in>  '  it-*  long,  G  sizes. 

Andrew's,  6  inches  long,  2  sizes. 

Bishop's,  3  sizes. 

Down 

Hajek's,  4  sizes,  3,  G,  9  and  12  mm. 

Haslam's,  4  sizes,  3,  5,  7  and  9  nun. 

Randall's.  ^ hied  handle. 

Schwartz's,  4  sixes. 

Stacke's,  curved,  3 

\\  luting's,  6 


C-2100  C-2300 
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STANDARD   SURGICAL   INSTRUMENTS 


•  M  • 


Q 

8 


« 


Mastoid  Instruments 


C-2210  B*rthf.,  double  end,  2 

C-2215  Buck'.,  round,  4 

T-2216  Buck'.,  oval,  4 

C-2220  Hardy's,  double  end. 

C-2225  GfMn'a,  3  riaa, 

C-2230  McK.rnon'.,  fcnntrated,  4  »ue«. 


PACB    1*4 


STANDARD   SURGICAL   INSTRUMENTS 


tit 


3        2      1     0     00   000 


< 


•C-2235 
C-2240 
C-2245 

c-oao 

•C-2255 

•c-no 

•C-2265 
•C-M78 


Mastoid  Instruments 

Curette* 

Politzer's,  round,  fencstratcd. 

Richard'.,  7  SUM. 

Spratf.,  8  sizes. 

Whiting's,  5  sixes. 

MalleU  (SM  page  102) 

Fibre,  with  metal  handle,  tollable. 

Forwood's,  bronze. 

HajekV 

Lead  Mallet,  small,  flat  faced. 

Morgan  •,  bronze. 

PUin,  lead  filled. 

Rawhide,  2  sizes,  small  and  large. 
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STANDARD   SURGICAL   INSTRUMENTS 


•    HI 


<  -.•._•-, 


Mastoid  Instruments 
Mastoid  Bone  Gouging  Forc«p« 

C-2300  Ban*'*. 

•C-2305  Barnhill'.. 

C-2310  Citteli'.. 

T-2311  Citt.li1..  heavy. 

.  Cozzolini-Allport'..  latest  model 

'      J .:_'' '      Ilnrtniann'*,  .  ut  \.    i 

C-2325    Hu.k'.. 
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5  T  A  N  I 


DARD   SURGICAL   INSTRUMENTS 


-•: 


.     -".I', 


Mas  to  id  Instruments 

Mastoid  Bone  Gouging  Forceps 

C-2330 

C-2335 

•C-2340 

C-2345 

C-2350 

C-235:, 

.•-•ttW 

l.-.l 


Kerrwon*.,  3  sizes. 

Lombard'^ 

LUCM'S. 

Pierce'.,  mort  ise  joint  . 

Whiting'^ 

Zaufml'.,  curved. 

Zaufal1.,  straight. 


STANDARD   SURGICAL   INSTRUMENTS 


c  ma  i  -. 


M  •  O8410  i  --'411 


V 


C-2I70        OM71 

FAOB   108 


Mastoid  Instruments 

Elevators,  Knives,  Pereocteotomcs  and 
Raspatories 

M  Elevator,  Stack. V 

(-2366  Guard,  Stack.**. 

.  Allport's.  rum  rx  edge. 

(  -2371  Knife,  Allport'.,  double  edge. 

::>  Knife,  Buck's. 

- '-WO  Knifr,  Heath's,  tncaUl  flap. 

•1-2385  Knife,  Stack.'.,  right  an«l 

O  Perwrteotomf,  Allport V 

C-2395  Pcreorteoto,,..  Andrew'^ 

-100  PemMteot..,,,,,  Ball.n(.r'.. 

!•«  Ra*pator>,  Buck  .. 

0  RjUfMtory,  Hartmann's,  straight . 
.  llartmann'    . 

: "»     Ra«pator>-(  Jansen's,  right  angled. 

16     RMpatory,  Jana*n's. 

-''J     RaifMltory,  Trautmann's. 


i    Ml 


STANDARD      SURGICAL      INSTRUMENTS 


i  -too 


C-2440 


C-2443 


C  - 


IX) 

'.-15 
» 

i  1.1 

*C-2450 

*> 

•X) 

LTD 

:r> 


.440        C-»4A5 
Mastoid  Instruments 


O-SOI 


Retractor*  and  Sundries 
Retract  oi,  Allport's,  staining. 

Retractor,  Andrews',  steel,  self-retaining. 
Retractor,  Burch-  All  port's,  only  one  necessary  for  an  opera  ti 
Retractor,  Jansen's, 
Retractor,  Vail's,  small,  for  babies, 
Drainage  Tube,  Gruening's,  curved,  silver. 
Drainage  Tube,  Knapp's,  straight,  silver. 

ng  Coil,  Letter's,  inrtal,  for  hot  or  cold 
I  .-  !?.u.  Bishop's,  soft  rubber. 
Ice  Bag,  Sprague's,  soft  rubber. 
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STANDARD   SURGICAL   INSTRUMENTS 


H—rlng  DvrtoM 

Apparitor  Aurte.  rflvcr. 

\        : 


•    MM 


•  .  -• 
• 

•  .  -  J 
'  -•  • 

,  .  ... 

• 

•C-SS15 

•  -    -' 

'  . 

•  .     : 

•  . 
• 


Auricle*  • 

CoovrrMtkMi  Tube. • 

Convrr»tmn  Tube,  conkcml.  cotton  or  rfk. 

Cornet  .  <  ellulaid.  right  and  left. 

ConieU.rihrcr.ovmL 

Comet*,  ritvcr.  round. 

rnpet.  bugte  ihape.  tin.  fepmnned.  3  rix 
Ear  Trumpet.  ideKopk.  hard  rubber,  t  part. 

tnprt.  tekwopk.  bard  rubber.  2  part*. 
Ear  Tnuapet.  tdcKopk.  bard  rubber.  3  part* 
Hcving  •  <  •  on-..  t-rlluUd.  fan 
Hearing  Horn,  doubfe  dome. 

Horn.  Gr~n«'a,  tux 


. 


.       : 
, 

licarini  Horn.  "Little  Giant."  wry  powerful. 

'   : 


•c- 

. 

! 


SUtbo^larc.  No.  I  A.  cylindrical.  tUk  tube 

ronkml.  «Uk  tube, 
SMthoOaf*.  No.  3.  with  two  conical 

8utbo-€la«.  No.  2.  for  dtotanca. 

Toynb*.'..  ariiftcW. 


.•>•  I 


TANDARD      SURGICAL      INSTRUMENTS 


, 


i    MM 


•C-2600 
C-2605 

"i  Hi 

•C-2610 

•  i:, 

C-2620 

C-2630 
C-2635 
•C-2540 
C-2645 
C-2ft50 
C-2655 
C-2660 
C-2665 


Nasal  Instruments 

Specula 
Beckman's. 

Bo»worth's,  .stn  1  <>r  hraas.  2  si 
BoRworth's,  pl.iin  wire. 
Collin'.. 
DeRoalde'.. 

Fraenkel'*,  improved,  with  spring. 
Heffernan's,  right  and  left. 
Jarvis'. 
Lublin.ki'.. 
Mono.mith*.. 
Munca*ter'». 
Myle.'.  :{  sun. 
Ray's,  2  sizes. 
Thudicum's. 
Yankauer's,  n.i-o  j  '  ir\ngral. 


PAGE  301 


STANDARD   SURGICAL   INSTRUMENTS 


C-2670 


C-267i 


C-26SO 


Nasal  Instruments 

SfMCuU 

C-2670     CoakUy't. 

C-2675     E.  S.  I.  Co.,  electrically  lighted. 

C-2676     Extra  lamps,  E.  S.  I.  Co.,  No. 

C-267S     Conoc'»-Rein«r  Model,  forced  rteel. 
thin  blades. 

C-2080  H.rtm.nn'.. 

C-26K-",  Ing.l'.,  nidcd^bted. 

•C-2886  InialV  • 

C-2QQO  Pynchon'.. 

'•       MM        '•  :•""..,    ;.>•;••::!. 


'      .'..> 


-      -> 


TANDARD      SURGICAL      INSTRUMENTS 


(    |TM 


C-2700  C-2715  C-27*>  c  .M   C-2728 

.in 

Nasal  Instruments 

Applicator* 

•2700    Andrew*',  aluminum.  3  aiatc. 
"•     Farlow's.  post  naaml. 

Ivans',  all  utrt-l.  pharyngeaL 

.in.  2  rough  end*. 

Plain,  aluminum.  1  flat  and  1  rough  end. 
Plain.* 

.    .  ..      Plain,  with  handlr.  triangular  end. 
->7     Plain,  with  handle,  rough  end. 

i-.«t  N. ,..,!.  UHL 
IngTsiachM, 


.    . 


•: 


.    . 

Tapering. 


.  •pirml  end.  copper  or 


; 


Angular.  F.rlow'..  plated. 
N  •  .  n.  Alt,  plMtad, 


Reservoirs  for  Cotton 

.H.pbtedtop.op.Jg^b-e. 

I'tulHp.-;  with  wartc  trough. 

R*a>*>rvoirB\  for  W       t 

<    ..mpi^ll's. 

•  Box.  nickel-plated  top.  opal  glaat  ba«. 
27flO     Yankauer's  *  .-  air-.r  (up.  porcelain. 
-27A5     Dapp«n'*  Solution  Jan,  crystal,  amber,  blue  or  jiuii 


\  HH 


PACI   20* 


STANDARD   SURGICAL   INSTRUMENTS 


(    _>,-, 


Nasal  Instruments 

Nasal  Forceps 
Dressing  and  Polypus  Forcep* 

•C-2780  Duplay's,  polypus,  ct; 

•C-2785  Cro»»  .curved. 

C-2700  H«rtm«n'«,  dmfting. 

C-27W  J«n»«n'»,  dressing. 

C-2SOO  Killian's,  septum  comprrMton,  small  and  Urge. 

C-2805  Knight's,  polypus. 

C-2S10  Musehold's,  .Ircwing  and  tampon, 


PACK   304 


iTANDARD      SURGICAL      INSTRUMENTS 


C-2813 


C-2830 


Nasal  Instruments 
Forceps 

C-2S1.")  Bruening'c,  large  And  small. 

C-2820  Heymann*.,  improved,  cutting. 

("-2S2.-I  Knight's,  cutting. 

C-2830  Pynchon*.,  cutting. 


PACE    20A 


STANDARD   SURGICAL   INSTRUMENTS 


Natal  Instruments 


C-2885  Luc's,  fenestrated,  cutting,  2 

02840  Uic's,  spoon  jaws,  cutting. 

C-2850  ShallcroM*.  haemostatic. 

C-2862  ValU-Hs«thvs.  dressing,  new 

LpiitaxU  Canula 
•C-2853     Bellocqu«'s. 


206 


ANDARD   SURGICAL   INSTRUMENTS 


c  m 


O40I 


Nasal  Instruments 


(    28U 

(     Js.^1 

C-2865 

- 

• 


C-2870 
C-287G 


Forceps,  Cutting,  Ring  Handle* 


Gruenwald's,  oval,  6 
Gruenwald's,  long  jaw,  5  sues. 
Gruenwald-Hartmann'ft,  oval,  3  si 
Gruenwald-Hartmann's,  curved  up. 
Gruenwald-Hartmann'c,  curved  down. 
Grucnwald  -  Hartmann's,   curved    to 

right. 
Gruenwald  -  Hartmann's,    curved    to 

Myle*',  straight,  6  abet. 
Myle»',  curvnl  up,  ethmoid. 
Noyes',  grasping,  serrated  jaw. 
Struycken's,  latest. 
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STANDARD   SURGICAL   INSTRUMENTS 


Nasal  Instruments 

N*M!  Cutting  For«*p*     Fit  tin(  UnU.rMl  M.ndU 

>2880    Fry>,  curved  up. 

ttraighi.  3  M*n. 
!  curved  up  or  down,  rcvcnlblt. 

•  ..  :  ..". 

»'•.  .1  • 
XoVBj.~lUBlsht.Sl 


.      .'     I    • 


iJ-i:    • ;    ;, 


'  ma         '  .  -i« 
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TANDARD      SURGICAL      INSTRUMENTS 


MO  C-206A  C-9970  C-297S        C 


c  mm 


C-2940 


C-2M5 


C-29SO 


.".-.I 


Nasal  Instruments 

Punch..  Fitting  Univ.r»*l  HandU 


2">.TO      Anderson'*. 

2935     FUtcWV 

3040     Ostrom'*.  «traJght.  ifvqrfbte. 


5     AndOTpn1.,  «ph«noidal. 


-         ! 
'     •:.       !   Uld 


C-2945 

C-29.V)     WafiMr'a.  cutting  forward. 

C-2M1     Wacnar'a.  cutting  backward. 

Ethmoid  and  Sphenoid 

•C-2985    UmgVa,  curved,  with  probe  point. 

C 


•«   - 


noW.  curved.  «.  t  -.-.  ...  .. 

NOTE—  Price*  quoud  arc  for  puncnc*  only.     Handle  extra. 

Untvmal  HandU 
C-3000    Handle,  fitting  any  of  the  punch*.  Ibted  abore. 


PACK   209 


STANDARD      SURGICAL      INSTRUMENTS 


C-3040     C-W85    C-W8S     C-W86  C-W45  OtM 


Nasal  Instruments 

CKU.U.  Cou.~,  Cur.lt...  KnU...  He 


C-aOIO  ChtoH.  ,»!!*•••*, 
C-301S  CbiMl.PrMr-k.cu 
C  3016  Chfaei.FrMr'ft.rtv 

.      Whit.'.. 


C-30&5     Knife.  B«U«n««r'»,  fwiwl.  Brptum.  3  * 
C-3000     Kni/c.  DMU*'*,  turbimte.  ri<t.t  a 


K.ll,.,,, 
•C-J076     Knife.  Kyi.'.. 


c-aots  Goo»iu>kV3 

.    «.i,, 

.     Ml 

C-3046     Hook.tUj^i^ 

Kr.  (r.  AlUo1.. 


PALE    210 


Vote  riMvc.  with  1  bbdai 

•          ^         -.  .s.  »,„!«.•..      ..   |H  ...    rl|    '    .,:«! 

ML 

•C-AWi      k:.:r.  Sludw-1..  turbmatr.   ^t   .(   -.  r.<ht 
and  Mt.  with  1 

'•• 


TANDARD      SURGICAL      INSTRUMENTS 


(  .-in.. 


C-3100 
C-3101 


C-3145 
•C-3150 


Curettes 

Faulkner's,  frontal  sinus. 
Faulkner's,  ethmoid. 
Mother's,  sinus. 
Schaeffer's,  graduated. 

Saw* 

Bo» worth's,  straight. 

Bosworth's,  .mgular,  up  and  down. 

Bucklin's,  set  of  2  blades. 

Curtis',  straight,  thin  blade. 

Hall's,  set  of  2  blades,  bevel  edged. 

Holmes',  thin  blade,  with  straight  or  back  cutting  teeth. 

Kyles',  horizontal  and  vertical. 

McAuliff's,  set  of  2  blades,  bevel  edged. 

Robertson's,  up  and  down. 


STANDARD      SURGICAL      INSTRUMENTS 


C-3160 

C-3161 

•C-3165 

•C-3170 

C-3175 

C-3180 

•C-3186 

C-3190 
•C-3191 

C-3IM 
•C-3300 

C-3205 


Nasal  Instruments 

Scissor*. 

Bcckman's,  for  upper  turbinate*. 
B*ckman'«,  for  middle  turbinate*. 
serrated  edges, 
alligator  action. 
Herxf.ld*.,  forceps  handle,  .mall. 
H*ym«nn'». 

Holmes',  latest,  straight,  right  and 
hit 

Jackson's,  t  urbinatome. 

Jackson's,  t  urbinatome,  saw  edge. 

Knight'.. 

Mueller's,    Vienna   pattern,   sliding 


C-3190 


•«  -no 

•C-3215 


SslUr's,  regular  pattern. 
Seller's,  heavy  pattern. 


".:,., 
W.tson's. 


's,       t  urbinatome,      saw 


112 


STANDARD   SURGICAL   INSTRUMENTS 


C-32M 


•      ..••.', 


Nasal  Instruments 


Snares 
'  ;i)      Baker's. 
..'.»."•     Bos  worth's,    improved,   seamless 

tip-. 

•<t     DouRlass'. 
Duffre's. 
.larvis*.  straight. 
Krause's. 
.TJ»K)     Martin'.. 
*>     Sajou's,  oril 


Snare  Wire 
C-3290    Snare  Wire,  on  spools,  sizes 


to  5. 


ti|M. 


Wright's,  Jt.ps,  fol.  ling  handle. 


C-3291  Snare  Wire,  in  ,^-Ib.  coils,  sues 
1  to  5. 

C-3292  Snare  Wire,  cut  ready  for  use  with 
stylet,  sizes  1  to  5,  12  in 
package. 

•C-3295     Yankauer's  Wire  Loops,  for  nasal 
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. 


.    .;.." 
•<    MM 

C-3340 

•c      ::r, 
•c     .,',«. 


Speculum*  for  Submucous  Resection* 
B*IUnf.r  V 

Beck's,  ieU-n  (.lining,  to  be  used  with  bead  band. 
Beck'*.  i-..i%il  clamp,  Kptum. 
Carter's,  »iccl. 

Goldstrin'ft,  muOOML 
Good's,  i«  1  1  -retaining. 
Hi.r.i  ..  one  long  and  one  thort  bbde,  M. 

K.ll.an'..  I  .-    l,i  •'        nprrrd  steel,  vrry  th.n  blade*  8 

inches  long. 


.'.  L-       .,r,.l  3 


.h     sets  of  wire  blades. 
Murphy's,  latest  model. 
P.tton's,  all  steel.  2  sues,  1  and  2-inrh  blades. 


STANDARD   SURGICAL   INSTRUMENTS 
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«    ...;-. 


Nasal  Instruments 
Septum  Splints 

<>  Ash's,  haul  rubber,  5  Maes. 

ii»."i  Carter's,  bridge  splint. 

Farrell's,  metal,  6  sixes. 

C-337.">  Kyle's,  im-tul,  long,  5  sixes,  plain  or  perforated. 

C-33T(.  Kyle's,  mrtal,  short,  5  sizes,  plain  or  perforated. 

•  MI  Mayer's,  hard  rubber,  6  sizes. 

C-33S5  McKernon's,  hard  rubber,  6  sizes,  improved  pattern. 

"i  Simpson's,  tampons,  4  dozen  in  box. 
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Nasal  Instrument* 


(  -IK 


>       MM  C-3410  «     .till 


1        1— ' 


•        i 


•     M71 
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(XM30         C-3431 


.  -..t.v. 


C-8445         C-3420    *      C-3435      C-3436   C-3437     C-340& 


Nasal  Instruments 
Dissectors  and  Elevators 


H)     Abraham's,  narrow. 
C-3401     Abraham's,  wide. 

J  Abraham's,  Mat  on  one  side, 
triangular  on  other,  sharp 
edges,  semi-blunt  point. 

Asch's. 

10     Ballenger  -  Hajek's,  semi-sharp. 
1      Ballenger-Hajek's,  blunt. 

i '.allenger-Hajek's,  double  ended. 
15     Beck's,  hoe  and  k 
»     Brown's,  dissector  and  hoe. 

22     Carter's,    flexible    elevator,    and 

cur< 

Freer's,  double,  blunt  and  sharp. 

Kurd's,  dissector,  sharp  an«l  blunt, 
blunt  end  is  copper,  flexible. 


.1     Hurd's,  separator  and  curette. 

S     Killian's,  new  model,  blunt  and 
sharp. 

C-3436     Killian's,  sharp. 
C-3437     Killian's,  blunt. 

:s     Killian's,    liayonet    shape,    right 
and  It  ft. 

Killian's.    set    of    5    instruments 
with  1  handle. 

C-3445  PiercVs,  sub-mucous  dissector. 

C-3450  Purcell's,  pemwteotome. 

C-3455  Roger's,  dissector,  semi-sharp. 

C-3460  Spratt's,  dissector. 

C-3465  Stauffsr'.,  double  end.  flexible. 

C-3470  Yankauer's,  elevator,  blunt. 

C-3471  Yankaucr1-*.  •  I.  \ator.  hook  shape. 
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Nasal  Instruments 


C-3421  C-3305  C-4483  C-34M         C-34M  C-3&40         C-3MS 


.i". 

ais 


«     MM  C-4MO  •      .  • .   •  . 
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C  Mi  C-352S 


:;tsn 


Nasal  Instruments 
Instrument*  for  Rejection  of  the  Nasal  Septum 

Knives 
C-3520     Ballenfer's,     mucott. 

C-3521     Ballanger-Murphy's, 

septum. 

CXJ.VJ.".     Freer's,  A 


I'.rxil.U- 


Elevators 
BlackweH's. 

copper. 

Freer**,  angular. 
-1      Freer'*,    double    end, 

sharp  and  blunt. 

<      JlvJ     Freer's,  L,  sharp. 

•C-3483     Fiver's,  M,  blunt. 

-I     Freer's,       X,       short, 
sharp. 

••«..      X,      short, 

blunt. 
^i'i     Freer's,  V,  long, sharp. 

Freer's,  V.  long,  blunt. 

Goldstein's,  Hunt. 
'1  Goldstein's,  -h.ii|>. 
'">  Haseltine's,  with 

knife. 

IX)     Thomsen-Von    CoU 
ditz's. 

File 

'">     Good's,  septum. 

Hooks 
Freer's,      U,      double, 


sharp. 
Killinn's,    angular, 

P. 

Killinn's,    att^ul.ir, 
blunt. 


C-3526 
C-3527 
C-3528 
C-3529 
*C-3530 
C-3535 
C-3540 
C-3&45 
C-3550 
C-3555 
C-ttH 


C-800Q 
C-3561 

C-3562 


Freer'.,  I  '  . 
Frcrr  '»,  £. 
Freer's,  H. 
Freer'..  V. 
Fiver's,  I. 
McCoy's. 
Metzenbaum's. 
Murray's. 
Stein's. 
Yankauer's, 


Yankauer's, 
A  toG. 

Retractors 


angular. 
needles, 


r's,  Q.  extra  long. 
r's,  R,  medium,  8 


Freer'., 
mm. 


S.    small.    6 


.111     HIUS.ZI 


C-3&56 
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Nasal  Instruments 

Knives    continued 

C-3666     Ballenger's  Turbinate   Instruments, 
A  to  If. 

Septum  Straightening  Forceps 

C-3570    Adams'. 

C-3675     Asch's. 

C-3580     Kyle's. 
•C-35R5     Roe's.  2  sues. 
•C-3590    Watson's. 

Septum  Punches 

•C-3A05    Sajou's.  with  6  assorted  punches. 
C-3600     Steele's. 


C    •  I 
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C-3626     Jansen-Middleton's,  cross  act  ion 
cutting  blades. 


Nasal  Instruments 

Septum  Cutting  Forceps  ^^^F  ,    ...„,-. 

>:>     Asch's,  angular. 
"i     A»ch'.,  straight. 

•«ilO     Ballenger-Fo.ter'..     for    rutting  '     JanrU'- 

perpendicular  plate.  C-3635     Lutz's,  septal  ridge. 

i  Veer's,  3  sizes,  Figs.  D,  E  and  F,        C-3640    McCoy's,  straight,  for  cartilagen- 
right  and  K  f t .  ous  septum. 

520     Hurd1.,  x-pt.il  ridge.  C-3641     McCoy's, curved, for wibmaxilbn, 

•C-3625     Jansen    -    Middleton'.,       cross-  n  U' 

action  biting  blades.  'C-3645     MUl's,  septal  ridge, 
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c-aaao  c-jaa§  <   Ml 


•C-3640 


C-3650 
C-3M5 

•c-aeeo 

(  :{,>-,-, 
•(  :ii;:«. 
•C-3675 


<    .<:.).-, 

«    :C1«» 


c-aaa 
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Nasal  Instruments 
Ant  rum  Instrument* 

Antrum  Burr,  Abraham's. 

Antrum  Burr,  Ballenger's,  4  sixes. 

Antrum  Burr,  Tilley's,  rurxn! 

Antrum  Chisel.  MyUs'.  sharp. 

Antrum  Curette,  MyUs'.  flexible  shank.  5  sices. 

Antrum  Drill.  Pope's,  trephine. 

.Antrum  Reamer.  Abraham's. 

Antrum  Saw.  Vail's,  right  and  left. 

Antrum  Trocar,  Douglass',  combined  with  iraahhi 

tube. 
Antrum  Trocar,  Gallaher's,  with  openings  in  troca 


Antrum  Trocar,  Jurascx's. 

Antrum  Trocar,  Killian's,  new  modaL 

Antrum  '!>•»  .ir,  Krause's. 
Antrum  Trocar,  Myles',  Ltrst. 
Antrum  Trocar,  Pierce's. 
Antrum  Trocar,  Robertson's. 
Antrum  Trocar,  Charlton's. 
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C-3733       C-3725     C-S760       C-3741     G-374.1     C-3785      C-S7M      C-*770      C-3750 


I     .<7ii 


Nasal  Instruments 

Fihmoidal.  Frontal  Sinus  and  Sph.noid.l 

C-8720  Chisel.  Good's,  frontal  tinus,  S  sites. 

C-3726  Chisel.  Griffin1.,  ethmui<lal. 

•C-3730  Chisel.  KillUn's,  bayonet  shape,  frontal  sinus. 

C-3731  Chisel.  Killlan'*,  straight,  frontal  sinus. 

C-3732  Chisel.  KillUn's,  convex  edge,  frontal  sinus. 

C-3738  Chisel.  Killlan's,  curved,  frontal  sinus. 

C-3735  Cumtr.  B«lUn|W's.eUuDoldml.2sises. 

Curette.  Carmody's,  frontal  sinus,  irrigating. 


•047S7 


C-3745 


•<  mi 

C-3740 
C-3741 
C-3742 
C  :i7J:i 

• 

• 

• 

C-3T50 
C-3755 

o-trao 

C-37M 

o-tm 

C-377U 


Curette.  Coald.y'a,  frontal  sinus.  0  style*. 
Curette.  D*an's.  frontal  sinus,  curved. 
Curette.  Froar's,  frontal  sinus.  4  styles. 
Curette.  Griffin'..  Btrai«ht.  ethmoidaL 
Curette.  Griffin1.,  half  curved.  ethmoidaL 
Curette.  Griffin's,  left  side  cutting.  ethmoidaL 
Curette.  Griffin'.,  right  side  ct 


Curette.  H.I  I.'.,  frontal  sinus,  right  and  left. 
Curette.  Killi.n1..  frontal  sinus.  A  size.. 
Curette.  K.n.v.l1..  frontal  sinus,  straight. 


Curette.  Rector's,  frontal  i 
Canula.  Andr.w'..  sphenoidaL 
Drainage  Tube.  Good's,  frontal  i 

Knife, *Andr.w.'.  .pbenoidaL 
Knife.  Andr.w'..  ethmoidaL 
Probe.  Andrew's,  spbenoidaL 


(     ,. .  ,  | 
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Nasal  Instruments 
Ant  rum.  Frontal  Sinus  and  Sphciunfl.il 

C-3775  Protector,  Good's,  frontal  sinus,  3  size*. 

O3780  Rasp,  Brawley's,  ant  rum. 

C-3781  Rasp,  Brawlcy's,  frontal  sinus. 

C-8786  Rasp.  Gallahcr's,  .intriiin  or  frontal  sinus,  straight, 

790  Rasp,  Good'.,  frontal  sinus,  right  and  let 

C-3791  Rasp,  Good's,  sphenoidal. 

C-3796  Rasp,  Sullivan  I  sinus,  4  sues. 

•        :;•«.       i  Sullivan1*,  fa    I     '  5       '•      '"'   '  '"' 

•C-3796     Rasp,  Thompson's,  fn.nr.tl  MMUS.  2  I 

C-3600    Rasp.  W«tiMr*a,  universal,  frontal  sinus. 
•C-4605     Sound.  Good's,  frontal  »inus.  «- 
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C-3S40 


C-W45 


1 
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Nasal  Instruments 
Ant  rum.  Ethmoid,  Sphenoid  and  Frontal  Sinus 

Canulae 

C-3810  Bezold's,  antrum,  right  and  left. 

C-3815  Bresgen's,  frontal  sinus. 

•C-3820  Fish's,  antrum,  delicate. 

C-3825  Fraenkel's,  antrum. 

C-3830  Gruenwald's,  frontal  sinus. 

C-3831  Gruenwald's,  sphenotdal  sinus. 

C-3835  Hart  man's,  ant  rum. 

C-3836  Hartman's,  frontal  sinus. 

C-3840  Killian's,  antrum. 

C-3845  Myl«s\  antrum,  3  sizes. 

C-3846  Myl«s\  exploring. 

Drainage  Tubes 
C-3860     Hovell's,  , 
•C-3855     Myles*.  soft  rubber,  3  sizes. 

Needles 
C-3860     Killian's,  right  or  left. 
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Nasal  Instruments 

Animm.  Ethmoid,  Sphenoid  and  Frontal  Sinus 

Suction  Apparatus 
C-3870     Br.wl«y'.. 

C-3875     Haskin's.   complete   with   tubing  and   3   silver   tube*  of 
different  calibre. 

nf«s 

C-3880     Antrum,  for  use  with  washing  can  ular. 
C-8885     Antrum.  Abraham's,  with  strt -,  ,-dle. 
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Post  Nasal  Instruments 
Adenotomes  and  Curettes 


C-3900  Barnhill's,  5 

•C-3905  Beck's,  with  waved  edge. 

C-3910  Beckmann's,  4  sizes. 

*C-391.r>  Boston's,  for  infants,  1  size. 


••JO  Collum's,  with 

C-3925  Delstanche's,  :: 

C-3930  DeRoalde's,   5 

C-393.«i  IngersoH's,  1  size. 
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Post  Nasal  Instruments 
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ARD      SURGICAL      INSTRUMENTS 


t      no 


C-3940 
V  :i'.i|."i 
C-3950 
C-3955 
C-3960 

C-3970 
C-3975 
C-39SO 
T-3985 
C-3990 


Post  Nasal  Instruments 
Adenotomcs  and  Curettes 


Gottstein's,  .'* 

Kirstein's,  !i  si/,  I, 

LaForce'.,  3  size*. 

LaForce's,  act  of  3  sizes  with  one  handle. 

Royce'.,  .5  sizes. 

St.  Clair  Thomson's,  4  sires. 
Stevenson's  nuxiitication  of  LaForce's. 
Stubh'5,  1       , 

Todd's,  right  and  left,  2  sizes. 
Vote's,  for 
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Post  Nasal  Instruments 


04000 


C-4006 
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C-4030 


Post  Nasal  Instruments 

Adenoid  Cutting  Forcepa 

C-4000  Brandegee's,  2  sizes,  latest. 

C-4005  Chatel  liar's. 

C-4010  Cohen's,  fencstrated. 

•C-4015  Curti.'. 

C-4020  Doyen's,  cutting. 

C-4025  French's,  lymphoid,  Fig.  B. 

C-4026  French's,  vault,  Fig.  A. 

C-4027  French's,  latest,  Fig.  C. 

C-4030  Jurascz's,  original  pattern,  3 

•C-W31  Jura.cz'.,  latest  pattern,  2  sixes. 

C-4035  Hooper's. 

C-1040  McAuliff'.. 

•C-4045  Meniere'.. 

C-4050  Prince's,  latest  pattern. 

•C-4055  Quinlan*.. 

C-4060  Ruault'.. 

Adenoid  Grasping  Forceps 

C-4065  Doyen's. 

•C-4070  Kathi's. 

C-407."i  Stille'e,  sponge  and  dressing. 

•C-4080  Wagner's. 
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Nasal 


C-4100 

C-4105 

C-4110 

•C-411-. 


C-4130 

Instruments,  Sundries 

Douche. 

Birmingham,  glass. 
(*m.  pocl 

Holmes',  post  nasal. 
Warner's,  post  nasal. 


(  -11. '» 


C-4130 
C-41M 


•r  .mo 
•C-4141 


Inhalers 
Evans',  pocket  glass. 

Insufflators 
DeV.lbi..1 
Scoop,  hard  rubber  tube. 

Syrinfe*  (•«•  pa( e  27) 
Catarrhal,  hard  rubber,  \i  ounce. 
Catarrhal.  hard  rul'U-r.  1  ounce. 
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C-4155 


Nasal  Instruments 
Atomizers  and  Nebulizers,  Hand 

C-4150     DeVilbits'  No.  10,  nasal  douche,  throws  heavy  stream. 

2     I><  Y.lbiss'  No.  13,  all  glass  and  hard  rubber,  for  corrosive  solutions. 

l>iss'  No.  15,  for  oils  or  aqueous  solutions. 
DeVilbiss'  No.  16,  same  as  No.  15,  but  with  hard  rubber  outlet  tube  for  corrosive 

solutions;  and  extra  bottle. 
C-4155     DeVilbiss'  No.  28,  will  spray  from  any  container;  with  hard  rubber  outlet  tube  for 

corrosive  solutions. 
C-4156     DeVilbiss'  No.  49,  for  nebulizing  oils  only  for  inhalation. 

Complete  booklet  of  I  V\  ilbias  spray  apparatus  furnished  on 
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C-4I73 
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Nasal  Instruments 

Atomizer*  and  Nebulix«rs,  Compre»»ed  Air 

C-4170     D.Vilbiss'  No.  62,  for  oik  or  aqueous 

solutions. 
04171     D*Vilbiss'  No.  56.  for  oUs  o 

solutions,  with  3  tips. 
C-4172    DaVUblaa*  No.  68,  produces  a  very  fine 

•pray.     For  oils  or  aqueous  solutions. 
r-4173    D«VilbiM'  No.  73,  powder  insufflator. 
C-4174    DeVilbi..'  \     80,  nebuliier.  for  oils  only. 
C-4175    DeVilbiM*  No.  628.  set  of  3.  one  each. 

Nos.  62,  73  and  80.  in  metal  rack. 
C-4176    DeVilbUs*  No.  527,  set  of  3,  hard  rubber, 

in  metal  rack. 
C-4177     DrV, !»,,».•  No.  510.  set  of  6,  in  electric 

bulb  beater  rack,  2  each.  Nos.  52  and  80. 

1  each.  Nos.  56  and  73;  in  ordering 

specify  whether  wanted  for  110  or  220 
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C-4171 

Complete  booklet  of  DeVilbiss  spray  apparatus  furnished  on  request. 
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01200 


C-41M 


Compressed  Air  Outfits  and  Cut-offs 


C-4190     Compressed  Air  Tank,  with  T-handle  pump,  set  of  3  hard  rubber  atomizers,  4  feet 

of  silk-covered  tubing  with  cut-off,  and  4  feet  of  linen-lined  rubber  tubing. 
Bockcl'»,  improved  cut-off,  autoi 
-4200     DeVilbiM*.  cut-off,  auton 
-4205     Polyclinic,  cut-off,  auton 
LMil     Sorenten's,  cut-off,  automate. 

Yankauer's,  cut-off,  automa: 
•C-4220     Air  Pump,  double  cylinder,  lever  handle. 
Jl     Air  Tump,  single  cylinder,  T-handle. 
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Tnnkless  Air  Compressors  and  Suction  Apparatus 
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Tankless  Air  Compression  and  Suction 
Apparatus 

Sorrimen'n  i  white  enamel  steel  cabinet,  47 

im-hes  hi^h.  IS  in<  hen  wide,  net  weight  60  pound*. 
•.hip;  t  106  pounds,  for  110  volt  D.( 

111)  v.ilt,  60  cycle  A.  C.     This  outfit  will  give  an 
i. ist., tit   pressure  from  zero  to  60  pounds.      It  will 
maintain  a  steady,  continuous  pressure  of  30  to  40 
pounds.     It  consists  of  a  1-6  horse-power  motor,  a 
eccentric  pump  with  pressure  gauge,  two 
5-foot  silk-covered  pressure  tubes  with  cut-offs  at- 
tached, 6-foot  soft  rubber  tube  with  suction  cup  and 
:.»n  release,  one  regulator  and  purifiers,  cord  and 
plug,  ready  for  use. 

C-4231     Soren»en'»,  Midget,  No.  60,  on  white  enamel  s 

complete  as  shown,  height  48  inches,  motors  base  8H 
im  he*,  net  weight  25  pounds,  shipping  weight   •!."» 
pounds;  for  110  volt  D.(*.  or  110  volt,  60  cycle 
This    outfit    will    maintain    a    steady,    continuous 
pressure  from  10  to  15  pounds. 

offin's  Combination  Positive  and  Negative  Pressure 
Apparatus,  for  cleaning  and  treating  the  accessory 
cavities  of  the  nose. 

to     Sorensen's   Vacuum   Sinus   Cleanser,  on   stand,   with 
urn  gauge. 

.  1     Sorensen's  Vacuum  Sinus  Cleanser,  without  stand  and 
mm  gauge. 

Vankauer's  <  oml.in.it i..,,  Pressure  and  Suction  Outfit 

.  60  cycle  A.C.,  com- 
as shown.  C-O4I 

Complete  illustrated  booklet  on  Tankless  Apparatus  sent  on  request. 
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Tankless  Air  Compressors  and 
Suction  Apparatus 

C-4280  Stabler  Acroter.  poaUivc  ormure  and 
•ttrtfon.  hot  air  doocbc.  Bi»r» 
remte,  •cro-OMMse  and  M»n>ht>ii 
ini;  thk  •pt»rmtiM  beat*  (be  «tber 
the  motor  to  univrrml  for 
110  D.C.or  110  A.C. 


for  im 


v"^*. 

•action  bottle  In 


O-U65    CoadrtMor.     •inhjV,     improved,     for 

'  or  vtodent*'  la^fr 

r   I.T 


c  -».••- 


TANDARD      SURGICAL       INSTRUMENTS 


r  HID 


C-l      | 


ij  i  in  TIP 

$ 


C-OH 

Head  Bands 
C-4300     Bo.worth'.. 
C-4305     Fracnkel'.,  without  mirror. 
C-4310     French*.,  with  silk  strap. 
C-431">    Glea.cn'.,  with  leather  strap. 

JO     Ha.lam'.,  with  noee  rest. 
C-4325     Ivan's,  webbing  band. 
C-4330    Jefferson'.,  leather  band. 

Pynchon'.,  adjustable  fibre. 

•C-4340     Pynchon'.,     metal    front    plate, 
rubber  back,  webbing  band. 

C-434S  Schroetter'.,  with  nose  rest. 

C-4350  Worrall'.,  metal  spring,  plain. 

•C-4351  Worrall'.,  metal  spring,  folding. 

•C-4352  Worrall'.,  metal  with  cross  spring. 


hard 


C-43M 
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C-4400 

Head  Mirrors  and  Laryngeal  Mirrors 

C-4375     Head  Mirror.,  regular,  small  hole  3,  3K  and 
4  inch**. 

C-4376     Head  Mirrorm,  regular,  H-inch  hole,  3,  3ft  and 

hes. 

C-4380     Head  Mirroro.  Fra.nk.l'..  aluminum  back,  wit h 
protector*,  3,  3^  and  4  inches. 

C-4385     Head  Mirror  Protectory  aluminum,  3,  3H  «n«l 

4  inches. 
C-4390    Urvnml  Mirrora,  without  handle,  auea  O  • 

C-4391     Urvmal  Mirror.,  with  handle,  «*e«  00 

C-43B6    Univenal  Handle  for  laryngeal  mirror. 
C-4400    LaryngoKopic  Set,  complete  in  case. 


<      »•:•-> 
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NDARD   SURGICAL   INSTRUMENTS 


C-4410 


C-4415 


.     IOQ 


Nasal  and  Throat  Instruments 
Electric  Headlights 

C-4410     E.  S.  I.  Co.  Hraillight,  with  focusing  lens,  used  with  current  controller. 

:.     Hood's  I  ItMcllight.  with  leather  band  and  nitrogen  lamp. 
C-4420     Murphy's  Hi-.ulli^ht,  adjustable  fibre  band. 
T-1421     Murphy'.  Headlight,  with  Worrell's  spring  headband. 
Pynchon'.  H.-adlight,  with  Worra  11  'a  spring  headband. 
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STANDARD   SURGICAL   INSTRUMENTS 


•    «»•-• 


C-4458 


C-4450 


0-4454 


C-4450 

•«    n:,i 

C-1462 
••  ii.u 

C-4454 
•<  n.v, 

C-44M 
•C-4457 

(  n.> 
•C-44W 

<     i -I.'- . 


Electro  Diagnostic  Instruments 

Dowlinf  Antrum  Illuminator,  E.  S.  I.  Co. 

Extra  lamps  for  above.    E.  S.  I.  Co.  No.  6. 

E.  S.  I.  Co.  Antrum  Illuminator. 

Extra  lamps  for  above.    E.  S.  1.  Co.  No.  17  (6  volt.),  No.  18  (10  volts). 

E.  S.  I.  Co.  Frontal  Sinus  Illuminator. 

Extra  lamps  for  above.    E.  S.  I.  Co.  No.  14  (6  volts),  No.  15  (10  volts). 

E.  S.  I.  Co.  General  Diagnostic  Illuminator. 

Extra  lamps  for  above.     E.  S.  I.  Co.  N 

E.  S.  I.  Co.  Laryngoscope  and  Mouth  Lamp. 


Extra  lamps  for  above.    E.  S.  I.  Co.  No.  1. 

Holm«s  Naso  Pharyngoscope,  complete  in  metal  case  with  cords , 

E.S.  I.  Co. 
•C-4461     Extra  lamps  for  the  above,  remounted.     E.  v  I 
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1  extra  lamp, 
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C-M70 


C-4465 

Electro  Diagnostic  Illuminators 

Coakley's  Tr.msillummatOC. 
Freer-Jackson's  Tr.insilluminator. 
1  \TI  i  la mps  for  above. 

Sullivan's  Antrum  and  Frontal  Sinus  Illuminator.  1 
Extra  lamps  for  above.     B.  S.  L  Co.  No,  M    6  vote),  N 
•Its). 
Socket -Current  Controller 

E.  S.  I.  Co.,  complete  with  cords  and  lamp. 

E.  S.  I.  Co.,  without  cords  and  lamp. 

Steiner's,  with  lamp. 

Wappler's,  \\\:\\  I. imp. 

E.  S.  I.  Co.,  silk  iovpred  cords,  regular  connection. 

E.  S.  1.  Co.,  silk  covered  cords,  with  make  and  break  conn* 

E.  S.  I.  Co.,  Tungsten  bait 


llv 
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C-4510 


l  -4M 


0-4MI       •    111 


C-4510         C-4535 


C-4M6         C-4A66 


(     -TV" 


Dermal  Instruments 
Comedo  Extractors 


•C-4500 

Jackson's,  acne  lancet. 

•C-4501 

Jackson's,  comedo  exprrssor. 

C-4S05 

Martin's,  double. 

C-; 

Piffard'.. 

C-J 

Saalfield's.  with  acne  lancet. 

C-4510 

Saalfiald's.  short,  with  acne  lancet. 

C-4520 

Schamb«rf  *s,  illustration  full  size. 

C-462S 

Unna's,  double. 

Dermal  Curctt** 

C-4535 

FOE'.. 

C-4536 

Fox's,  with  acne  lancet. 

•C-4540 

H.br.  . 

C-4646 

Piffard's. 

C-4550 

Strl  wagon's,  2  sixes  of  long  oval  spoons. 

C-4655 

Wright  V 

Pencil 

C-4660 

•  v                      -                         •                                                    • 

Punch 

C-4M5 

Kay**',  <  utaneous.  sixes  2  to  ?  nun.     For  eradicating  powdc 

•  •      ••    ••'.•' 
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STANDARD   SURGICAL   INSTRUMENTS 


C-4614         C-4«ll 


C-4016 


i     IM<> 


C-M81 


Staphylorraphy  Instruments 


•c  -i:.7«; 

C-4580 

C  -l.VM 

•C-1583 
•C-4685 

•(        I.V.HI 


tissue,    straight,    1x2,    3x4,    4x5 
curved,    1x2,    3x4,    4x5 


•(•  -II*  II 

c  -i.yrj 
•<  -j.^i:, 
•C-4600 

O4007 

(      l.^s 

c  -i.w 


!  creeps, 

teeth. 
Forceps, 

teeth. 

Forceps,  tissue,  Brophy's,  straight. 
Forceps,  tissue,  Brophy's,  curved. 
Forceps,    plain,    Brophy's,   straight, 

points,  6H  inches. 
Forceps,  tongue,  London  pattern. 
Forceps,  Brophy's,  wire  twisting. 
Forceps,  Walcher's,  suture  removing. 
Hook,  Brophy's,  ligature. 
Hook,  La  n  K  en  beck  s,  sharp. 
Hook,  UpdegrafT's,  curved,  sharp. 
Knife,  Brophy's.  Mt.iuht  scalpel,  long  shank. 
Brophy's,  double  edged. 
Brophy's,  straight  back,  very  thin, 
KnitV,  Brophy's,  cnr\«l  bistoury. 
Km!.-.  Brophy's,  angular,  double  edged. 

(  rile's. 
K  ni  It 


C-4611  Kiutr.  turn 

•C-4612  Knife,  Updegraff's,  curved,  sharp. 

CM618  Knifr,  Whitehead'*,  gum. 

C-4614  Knife,  Whitehead's,  hoe  shape. 
C-4<<  .  Deschamps',  right  and  left,  sharp. 

C-4616  Needk.  Updegraff V  cd. 

•C   -JC.17  Needle,  UpdeKraff'».  full  CWHWd, 


C-4615 
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Staphylorraphy  Instruments 


C-4618 

•C-W19 
C-*«20 
C-1621 
C-4622 

C-4623 
•OMB4 

•C-WJ26 
C-MJ26 

C-KJ27 


Needle,  Brophy'.,  bone,  right  and 

Needle,  Whit«h~d's,  spiral 
Needle  Holder,  Brophy'.. 
Needle  Holder,  Von  Ei^lber,  '.. 
Pereosteotome,    Brophy'..    right 

angle,  narrow  and  wide. 
Pereosteotome.    Brophy'..    acute 

angle,  narrow  and  wide. 
Plate.,  lead,   Brophy'..  2  thick- 

neam  (operation  requires  6). 
Punch.  Brophy'.,  for  lead  plate 
Scarifyer*.    Brophy'*,    right   an 


left 

Sdann,     Brophy'.. 


gum, 


'        -    J-       -  .    Brophy'..    uirr    Cutting. 

•C-4629    Shield    with    nipple,    for    : 

bottle. 
•C-4630  Shield,  breast,  for  deft  palate 

babies. 
•C-4631  Speculum.  Brophy'.,  oval,  set  of 
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Dental  Forceps 

•C-4650  Incisor  Forceps,  curved,  lower,  No.  14. 

•C-4651  Incisor  Forceps,  upper,  No.  13. 

•C-4652  Molar  Forceps,  upper  or  universal,  No.  8. 

C-4663  Molar  Forceps,  upper  or  universal,  curved 

C-4654     Molar  Forceps,  upper,  right,  No.  18  R. 
•C-4655     Molar  Forceps,  upper,  left,  No.  18  L. 

C-4656     Molar  Forceps,  lower,  either  side,  beaked 
jaw,  No.  ifT 

C-4657     Molar  Forceps,  lower,  either  side,  plain  jaw, 
No.  27. 

•C-4658     Molar  Forceps,  lower,  right,  No.  28  R. 
•C-4659     Molar  Forceps,  lower,  left,  No.  28  L. 

•C-4660     Root  Extractors  or  Elevators,  ebony  handle, 
12  styles. 

•C-4661     Root  Extractors  or  Elevators,  metal  handle, 
I1-'  styles. 

C-4662  Root  Forceps,  straight,  No.  1. 

•C-4663  Root  Forceps,  half  curved,  upper,  No.  2. 

•C-4664  Root  Forceps,  full  curved,  lower,  No.  3. 

C-4665  Root  Forceps,  upper,  universal,  No.  7. 

C-4666  Root  Forceps,  upper  back,  bayonet,  No.  3,5 
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•(  |,;xn 

<  MB0 

.  (.,'., 

•I  I'.'l 

!  im 

<  17QQ 

•<  1714 
•C-4718 

<  (790 
•C-4725 

•<  i ::;.-, 

••  1740 

•i  J7I, 

•«  i::,n 

•<  i::,-, 

•«  I7.u. 


C-1700 
Oral  Instruments 

Tongue  Depreaaors 

Andrew's,  steel. 

Bo.worth'.. 

I          I-  Co.,  electrically  lighted. 

Extra  lamps  for  above.   E.  S.  I.  Co.  No.  1 

Farlow'.,  forged  steel. 

Fracnkel'*. 

Folding,  double  fenestrated. 

HailanV*  handle  for  wood  depressors. 

Hamilton's,  adult  and  child's. 

Jackson'*. 

Kyle'.. 

Layman'a,  2  MMS. 

Pierce'*,  steel. 

latest. 


.  t 


SriowdrnV  f ••!! :r:.- 

ng. 
DeVMBOHL  BpOii  »-»x. 
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C-4800 


C-1780 


C-tTM 


-17M 


Throat  Instruments 

Mouth  Gags  (see  also  page  61) 
Alter-JenningV 

Dann-Jcnning'»,  with  check  retractors,  2  sizes. 
Denhardt's,  steel. 
Denhardt's,  with  anaesthesia  tubes. 
Doyen's,  with  anaesthesia  tubes. 
Doyen's,  plain. 
Ferguson's,  steel. 

Ferguson-Gwathmey's,  with  anaesthesia  tubes. 
French's,  steel. 
Forgrave's,  new. 
Green-Martin's,  latest. 


STANDARD   SURGICAL   INSTRUMENTS 


Throat  Instruments 
Mouth  Gag.  (•••  also  page  61 


O4HK     Gr««n-S«wall'.,  with  two  tongue       »C-4815     Murdoch's,  steel. 

<!  ••!"•—  ••-•  C-4820    Oral  screw,  hard  rubber. 

•C-4806    Grwn-SswalTs,   depressor    with 

C-4810    Jsnninff's,  2  sizes. 
•C-481 1     J.nning'..  with  iniMrtusii  tube. 


C-4812     J«nnin( '.,  with  tongue  depressor. 
2  SUMS. 


C-4825    Stubb'.,  rteet 

C -isJio     Whitehead'.,  plain.  2  sixes. 
•C-4831     Whitehead'.,    with    tongue 

pressor,  2  sizes. 
•C-48.12     Whitehead'.,    with     handles 
both  end.. 


Uvula  Retractor,  and  SctMor. 


•C-4840    Hind'. 
•C-4845     Ros's 
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•C-1850    White's  Self  retaining  Retractor. 
•C-4856    Wood*.  Uvula  Scissors. 
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i   -is::, 


c'  mo 


Tonsil  Curettes 

•C-4870  Abraham's. 

•C-4875  Meierhof's. 

Tonsil  Dissectors 

C-4880  Allerdyce's,  double  ended. 

C-4885  Carpenter's,  double  ended,  latest  model. 

•C    IVN)  Cullom's,  double  ended,  ri^ht  .111. 1  It-It. 

*C-4805  Dickinson's,  dissector. 

•C-4900  Freer's,  pillar  separator. 

(     I'M  i:,  Harris',  dissector  and  knife. 

C-4910  Kurd's,  dissector  and  pillar  retractor. 

•C-4915  Lynch's,  dissector. 

•C-4920  Martin's,  double  ended,  blades  serrated  on  one  side. 

C  - -I '.»•_':>  McWhinnir'.,  (ttiMCtW  and 

C-4930  Millette's,  dissector  and  knife. 

C-4935  Smith's,  double  ended. 

•C-4940  Tivnen's,  dissector  and  enudeator. 

•C-4<Vt;i  Todd's,  dissector. 

r-!«.»:>0  Winkler's,  cnucleator. 

C-495.1)  Yankauer's,  large. 

C-4930     C-4956  Yankauer's,  small. 
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C-49M 


Tonsil  Haemostats 
•C-4970     Beck'*,  with  inner  Made  arranged  to  hold 

IMM  i- id 

C-4975     Boettcher's. 

C-4980     Corwin's,  with  spring  clamps  to  hold  gauze 

;,,!. 
•C-4985     Cullom's,  with  clamp  to  hold  gauze  pad  on 

inner  blade. 

•C-4990     Good'.,  self-adjustable. 
C-490.-i     Mickulicz-Stoerck's. 
C-5000     Tivnen's,  pad  of  aluminum. 

Tonsil  Hooks 

•      :."":.  Boettchcr'.,  ,!     :M, 

C-^5010  Carter'.,  tcnaculum. 

C-5015  Dickinson's,  retractor. 

•C-5020  Dickinson's,  tcnaculum.  3  prong. 

•C-5025  Jackson's,  slitter. 

•C-6030  Lewis'.  Krrw. 

•C-5035  Pierce's,  tonsil  hook. 

•C-5040  Plain,  single,  sharp. 

•C-«M6  Plain,  single,  bl 

•C-6016  Plain,  double,  sharp. 

•C-6060  Pond's,  rliwx  ling. 

C-6055  Schmidt's.  -  on  flat. 

C-60M  Schmidt's,  splitter,  bent  on  edge. 


,TANDARD      SURGICAL      INSTRUMENTS 


•C-5070  Abraham's. 

•C-507.-,  Andrews',  2  closed  rings. 

C-5076  Andrews',  1  open  ring. 

T-5080  Ballenger's,  2  closed  rings. 

C-5081  Ballenger's,  1  open  ring. 

•0-5085  Casselberry's,  1  open  ring. 

•C-5090  Cullom's. 

C-5095  Eve's. 

«     :.1»>:,  Lynch's,  J  open  rings. 

C    "'  1 1 '  >  Royce's,  seizing. 

1  Royce's,  haemostat  and  sponge  holding. 

C-5100  Kean's,  new. 
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U 


C-414* 


c-6iao 


c  mo 


(     Mr, 


(    Mr,  (    mi 


Tonsil  Forceps 


C-6115 

C-6120  Tiunen's,  angular. 

•C-4125  Pynchon'.,  spring  handle. 

C-5130  Richard's. 

C-6135  Robertson'.. 

C-ol40  Sw.n'.. 

C-6145  ToddV 

C-6150  White's. 

C-6166  Y.nk.u.r's. 


c-siao 


2&4 


, 
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•C-5200 

C-.V201 


Tonsil  Forceps 

Ballenger's,  sponge  holding.  7  inches. 
Boettcher'c,  angular,  seizing. 
Howe's,  tonsil  haemostat. 
Mickulicz-Pierce's  tonsil  haemostat  or  seizing. 
Sawtelle's  tonsil  haemostat. 
Schnidt's,  tonsil  haemostat. 
Moraweck'»,  t<>n-il  seizing. 
Tyding's,  tonsil  seizing. 
Watson's,  tonsil  selling,  with  catch. 
Watson's,  tonsil  seizing,  without  catch. 


C-6186 


c-eaai 
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C-4221    C-6280    C-4346    C-A2M 


C  :..'73 


C  BM 

(    O21 

•<    BBS 


« 

•«  .-,_'.;:, 

•<  YJIM 

••  Btf 


<    :,_•:-. 
(    :,_•:,-, 


•«  •,.-,: 

<  -,j,,, 

<  -,_•,,-, 

(  .Vjsi. 

(  :,js.-, 

•«  vjx,, 

.  :,--. 


Tonsil  Knives 

Abraham's. 

Abraham's,  rurved,  double  edge. 

Allport't,  curved,  single  wave  edge. 

Allport'i.  cur\i(l.  triple  wave  edge. 

Allport'*.  «  nr  \«-d,  quadruple  wave  edge. 

Ballenger's.  pillar,  large  and  small. 

Beck'.,  scalpel. 

Bistoury,  curved,  probe  pointed. 

D«an'«,  straight,  double  edge. 

Dean's,  angled  on  flat,  double  edge. 

Douglas*'. 

Freer'*,  curved,  right  ami 

Freer's,  pillar,  angled  on  flat,  large.  OH  inches  long. 

Freer's,  pillar,  angled  on  flat,  narrow. 

Lothrop's,  double. 

Lelan  : 

Pierce's,  disstt  •  •  •!.  small. and  large. 

Robertson's, ,cuiA-e<l.  double  edge. 

Swan's,  ru-ht  angled,  wave  edge. 

Swan's,  curved,  wave  edge. 

Tyding's,  curved  on  edge. 


c  Mi 
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C-5307 
•C-5320 


Tonsil  Punches 

Farlow's,  heavy. 

Hartmann's,  ov.il,  ring  handles. 

Hartmann's,   oval,   stem  only   for    universal 

h.imllr. 

Hartmann's,  round,  ring  handles,  8  sixes. 
Hartmann'»,  round,  stem  only  for  universal 

li.m.llr.  '.'.  11  and  13mm. 
Hartmann's,  tr'..m;jul.ir,  ring  handles. 
Hartmann's,  triangular,  stem  only  for  in 

ndle. 

M\  1 1-*',  Mraight,  ring  handles. 
Myles',  straight,  stem  only  for  universal  handle. 
M  \Ies'.  ;  xht  and  left,  ring  handles. 
Myles',  right  and  left,  stem  only  for  universal 

handle. 
Rhodes'. 

Robert's,  latest,  with  claws,  small  and  large. 

Robert's,  1  i  laws,  stem  only  for  universal  handle,  large  and  small. 

Rualt's,  uith  large  blade  cutting  up  or  cutting  down. 
; -xil  handle  to  fit  above  stems. 


i    I .  i ;, 
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(  :,.;:,:, 

•<  BMO 

<  -,.,,:, 

<  :,.;:.. 
C-6375 

<  Hit 
«  5877 
.  ;,>sn 

•.  -,'.^ 


Tonsil  Suture  Instruments 

Applicator,  for  applying  Michel's  sutures. 

Remover,  for  removing  Michel's  sutures. 

1  'niviTs.il  H.m.lle,  fitting  above  blades. 

Applicatur,  Wagner's,  for  applying  Michel's  sutures 

Forceps,  Wagner's,  for  re i  Michel's  sutures. 

Needle,  Durham's,  right  angled. 

Needle,  Durham's,  curved  to  right. 

Needle,  Durham's,  curved  to  I 

Needles,  MacCuen  Smith'*. 

MiKryiiold'.,   t     11.     .:.-    i 

Needle  Holder,  McRrynold '.. 


PAT.  .   S5S 
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c  Mil 


Tonsil  Scissors 
C-5400     Boetcher's,  curved  on  flat 
•C-5402     Craig's. 
C-6405     Dean's. 
•C-5410    Good's,    latest    serrated 

handles. 

C-«41.r>     Griffin'.,    curved    on    flat, 
correct  model. 

'<      .MJII      Kirkpntrick'.,     CUT**     to 

rkht,  Hn  ited  edos, 
•C-5421     Kirkpat rick's,    curved    to 

.  serrated  edge. 
•C-o42T>     Maclay's,  latest. 
C-5430     Metzenbaum's.  7  inches. 
("-5440    Prince's,  curved  on  flat. 
•€-6445     Robertson's,      curved     to 

right. 

•C-5446     Robertson's, «  nrvctl  to  left. 
•C-^450     Windle's. 
C-6455     Yankauer's,  curved  on  flat, 
serrated  edge. 

Tonsil  Suction  Apparatus 

•I'-.VHW.      Muck's. 

Tonsil  Syringes  and  Needles 
(See  nag- 
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r    ;  - 


Tonsil  Snares  and  Tonsilectomes 

C-5480  Back's,  original  ton«lectome. 

C-6485  B»ck-Sch«nck'»,  with  1  \V«M.  r 

C-6486  Beck-S<  h.-n.UV 

C-5487  B*ck-Schenck'«,  u  i'h  3  Vedder  and  1  straight  tip. 

C-54W)  Brown'*,  uith  1  \  .-Mt-r  and  1  straight  tip. 


C-MOO    Tyding's  Snare. 


•  • 
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Tonsil  Snares  and  Snare  Wire 


C-5510     Eve's,  with  12  wires. 
-5511     Eve's,  with  r.itchrt.  with  U  • 

Eve's,  \\irh  \.  dder  ti|  wires. 

Farlow's,  origin. il  n; 

I  arlow-Boettcher's. 

Hill's. 

*<    :.:>:;•»    Lewis'. 
•C-5535     Sloane's. 
;        Smith'*. 

Watson's. 

Snare  Wires,  shaped  for  sti! 
C-O566    Snare  >\  ire,  on  spool. 

Snare  Wire,  in  '4  ,x,Un.l  roils,  Noa.  5  to  8. 
2Cg2     Snari'  ,,  irr  '  <M>PN  Vankauer'a  twisted. 
,-6659    Snare  \\  ire  Loops,  twisted,  for  use  without  stilette. 
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•    :/,:.) 


• 


. 


Tonsilectomes  and  Tonsil  Guillotines 


C-5570     Baum't  Tonsilectomr,  improved. 
C-66T:i     LaFor. 

able  handle. 

C-5580     Sludcr'.  Ton-sil  ( .uillotitu-.  small  and  I 
•C-&581     Sluder-Arrow.mith't,  same  as  Slu.Jcr 
h  round  opcnmgs  in   blades,  small 


«     ..-.-J 


I,,.. 


j  •       •  '  •     i  tiaadl 
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Tonsil  Guillotines 


C-5585  Demare»t-Sluder'»  ( iuillntinc,  with  f< 
C-55QO  Sluder-Richter*«  ( itiilloiinr.  with  fort. 
'(  ,.:.^7  Douglaw'  Hcmosfatic  Guillotine. 


Tonsilotomes 

'•ixi     Mathieu's,  original,  4  sizes. 
*C— 50<)1      Mathieu's,  improved,  4  sizes. 

ML     K.-M/U-'S,       1     M/l    -. 

*C-6606  McKenzie'*,  r< 

<I7  McKenzie-Quinlan's,  n  versiblc,  4  sizes. 

C-5610  Myle»',  lingua!,  - 

(     ."••'il.')  >impl<  \.    t  -;/«•-. 


C-MflO 


Laryngeal  Applicators 

C-5630  Plain,  plated  or  aluminum,  flat  end,  rough 
end,  triangular  end  or  spiral  cn<l. 

C-0635  Plain,  handle  with  chuck  end  and  100 
removable  wire  stems. 

C-6640     I  <l,  steel,  spiral  end. 

C-6M6    FmnkrlV 

C-MfiO    Kan's,  all  steel 

C-56&5     Pynchon't,  aluminum,  heavy,  long. 

C-M86     Pynchon's.  aluminum,  heavy,  short. 

C-5660     Y.nk.urr1.  M<xiicator,  gUss. 

Laryngeal  Syringes    M«  also  page  24) 


C-AM6 


Brown's,  with  I  -iK,  ••  r  •:!«•*  in  metal 
Mu.r'. 


.     ,  ; 
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Laryngeal  Instruments 

QsMttM 

•C-MOO    Cohan's,  bent  up. 
•C-M01     Cohrr,  ..  !,,wn. 

C-60M    KIIIUn-Hubbard's.  .hart  handle.  Flea.  1.  2  and  3. 
KillUn.Hubb.rd-..  |,ng  handle.  Pica.  1.  2  and  3. 
•C-64KM     Kr>uM'..  antero  posterior. 

>••••,  lateral,  right  and  left. 


C-47W)  F.uv.l'..  grasping,  lateral.  4  sise*. 

••      B70I  Garrigu*1..  .,;•;.::.  .I!::.K 

*C-o710  Lu«r's.  grasping,  antero  posterior. 

C-J7I,  U-r-^p^^ta^. 

' 


M     Tobold'a.  <.(^>r  «!,;-! 
M      Tob. 

:-•    Toboid-.looocawbtedc. 


•'.   :.:.-. 


..  ««i  mimmA  !•    i 
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Laryngeal  Instruments 


rtmt  llamllr 

iiMl22imrliff*. 
•C-6741  -uil.ir.  for  Uryncnil  work. 


*•.  cumte.  for  Untr  crowth*. 
curr- 
currttr.   for  growth*  of 


• 


Tips  foe  St*m* 

, 

C-6766 
C-oTTO 

:' 

,     •  :  „  . 


C-67W 


UnX  outline. 

inch,  ormt 
punch,  tquarr. 

vch.  Mi 

•          'm«. 
punch. 


:c    :•       :::  :: 


,  ... 


• 
tadM«  taw.  M»dl. 

HtAlanV  brirtle,  all  mrtal.  •piral 
MrtlM.  Hadtoia-*. 
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mm.  5 


oOO 


No    I 


JO 


OOO 


Trachea  Tube, 


Tracheal  Instruments 


!  'il.it. .1.  Laborde's. 
1  Ml.it.M .  Trousseau's. 

(  ollin's,    lor 
xn  bodies. 
.  Mathieu's,  lor  removing 

C-aS'J''  tor,  Bela  jew'*. 

hook,  single,  l-lunt . 
luM>k,  single,  sharp. 

*  .~>v-7      i  !  .ink.  doul.le.  I. hint. 
M     ,\vjs      Krtr.u  tor,  hix.k,  double,  sharp. 

«      ".^_"'      l\.  tractor,  h'M.k,  triplr,  M::n' . 
*C-6830     Ketr.i  ,  triple,  sharp. 

*  .".^:;.">       K.  •:.'.'  t..r.  Hupp's. 

•("-"VS40     Retrartoi.  Luer's,  il..nl»lr,  Llunt. 
t    :.si:.     l:  ROM'S,  double,  bhmt. 

'"        I  i.n  Iir.itonie.     I  i 

in  case. 


v-->sr,i 

removing       V-5852 


t    B850 


•«    :.^n 


«    .^,ii 


Tr.u •hr.itciMie,    llaslam's,    3 
in  case. 

•    itome,      Haslam'ti,      1      >i/r. 
in  case. 

Trachea  Tubes,  Chevalier- Jack- 
son's, plated,  No.  1  to  6. 

Trachea  Tubes,  Chevalier-Jack- 
son's, silver,  No.   1 

Trachea   Tubes,    Luer'.,    double, 
hard  rubber,  6  sizes. 

Trachea   Tubes,    Luer's.    double. 

silver  plated,  No.  1  to  6. 
Trachea  Tubes,  Luer's,  aluminum, 

o 


.    6861 


Trachea   Tubes,    Luer's.    double, 
silver,  No.  1  to  6. 
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Laryngoftcopic,     Bronchoscopic,     Eaophagoscopic     and     Gastroacopic 

Instrument* 


; 


STANDARD   SURGICAL   INSTRUMENTS 


C-6B01 


i  -mm 


(    ..-.V, 


Instruments  for  Direct  Laryngoscopy,  Bronchoscopy,  Esophagoscopy 

and  Gastroscopy 


The  design*  for  these  instruments  were  furnished  by 

and   under   hi*   -!,rrvti,.n,   by    the   EJr, 

t   Company  of  Rochostor.  N.  Y. 

•C-6B80    Lamp  and  Carrier  for  Jackson's  tubes. 
•C-5881    Aapirator.  Jackson's,  for  secretions,  with  an 
metal  suction  pump. 


«      I  •:      h   • 


0-MI      Hr    • 


.     Jackson's,     slanted     end. 
without  obturator,  without  auxiliary  drain- 
age tube.  No.  3  (adult);  No.  4  <a<io|. 
•><:  No.  o  (infant's). 

.  Jackson's,  blunt 


tube.  7 


:   g-J 


Speculum.  Jackson's,  oral  slide 


LajjjgjaJ  Speculum.  Jackson's,  oval  slide 

J.t«.  k«on'».       ,     '     •      r 


fm.  ^cfwiBmti    n   • 

'SfSFS&JttZ* 

light  carrier*.  7  mm.fby  4O  cm. 
festroocopc.  JACK  son  s>v  for  nr»ltn«iry  • 

O«M  a2^fSSUrk,to. 
. 

fiSSSSS^S^9 


end.  with 
by  45  cm, 


:     Lan-n«eal  Speculum.  Johnston's. 

«         —  -  jAcW^n'.      , 

C-&8SO     Esophateal  Spr^ 


I-  :  :..u    »-»:*. 

without  obturator,  with  suzfliary  d 
tube.  No.  1  (adult);  No.  2(cSk7a) 


Jackson's  Cotton  Carrier.  86. 60  and  M  cm 
J*ck*on'»  Hook.  36. 00 and  85 cm. 

Ji.cW.on.  |«robe.  86.  00  and  86  cm. 
J.ckson's  Orainace  Tube.  35. 60  and  85cm. 
Extra  kunps  for  light  carriers.  E.  S,  I.  Co. 

PACK   16* 


STANDARD      SURGICAL      INSTRUMENTS 


c  MI 


C-6020  Lynah's  Intubation  Speculum. 
with  3  blade*,  14  H,  12H  and 

C-5921  Lynah's  Ovoid  Laryngeal  Specu- 
lum, »i/c,  14  mm.  x  11  nuti.  x 

'C-fi922     Lynab's   Oesophageal   Speculum. 

same   as   C-5O21.   except   size; 

<  hild    M/r,    14    mm.  x  10   mm.  x 

i:    adult    aue,    16    nun.  x 

rum.  x25cm. 

C-602:i  Lynah's  Ai.r,  rior  (  ommbwire 
LaryngoMTopr.  abe,  14  mm.  x 
18cm. 

C-50M  Lynah's  BroncboKOpe,  adult  sue, 
9  mm  x  40  cm. 


C  Ml 


Lynah's  Rronchoacope,  adolenent 

size,  7  nun  x4" 
C-^6926    Lynah  K 

1          'J.       Lynnh 
4  nn 

I.yriAh'ii     «  '  •       •  :      .  -  :• 

•uw.  I  icm. 

L>nn»r.      "•  .  ...       .'.:!! 

•ue.  7  mm  x  4  < 
•C-A930    Lyn.f, 
9  in1 

•<      V,l       Lyn.h 

•iie.  7  mm  x  ?J 

Lynal 

.".  •   mx22i  m 


'-'•> 
'«        V'J-' 


Dr.   Lynah's  r    -Mimrnts  are  the  latest  device*  in  the  bronchoacopk 
madeexclunveh  I    •    t  r  ,  s  irv:ical  Instrument  (  ..  \  .  N. 

Illustrated  descriptive  pamphlet  furnished  upon  request. 
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C-5955 
C-5056 


Intubation  Sets 

Ferroud-Thorner's,  with  1  handle,  in  metal  case. 
Ferroud-Thorner's,  with  2  h.uxilrs,  in  mrt.it  case 
Ferroud-Thorner's,  with  .'J  h.imllrs.  in  rm-t.il  case. 
O'Dwyer's,  with  h.ml  ruLU-r  co\-cred  tubes. 
O'Dwyer'.,  with  gold-plated  tubes. 

Eftophageal  Bougies  and  Dilators 


C-6960  Cylin.lrii-.il  Bougies,  French,  best  quality.  10  to  30  Fr.  in  even  numbers. 

C-6961  Ol  .  best  Quality.  10  to  3<»  I  r.  in  i-\t-n  numbers. 

C-506.r)  Trouaceau'x  :>iral  stem,  6  metal  olives. 

C-596t>  Trousseau's  I  >il  ives. 

C-5067  Trousseau's  I  Mlator.  Douglass'  stem,  0  metal  olives. 

C-596S  Trousseau's  I  >il.itor,  whalebone  stem,  6  hard  rubber  olives. 
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Stomach  Tubes 


t       V'7   .       F.wal'i'a    \v    :  t    ' 

\  Mni,r.  i  .  •  -    •  •  •    Mb     •  • 

j  bbrr  wi  i  h  I  unnrl.  OOincbn;  S  fiat*.  optaordoMd  «od. 

,  .-;          ....  ..,...,,:.,..•.,..-:.,:, 


Duodenal  Outfits  and  Tips 

n'..  complete  with  •yrin«v  or  without 

wS 


with  ^ri»t»  or  without  ^ria»>. 
Up  only. 
•.  complete  with  •yrinse  or  without  •»*•«§ 

..  •  . 
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